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Abstract: The realization of physiologically-relevant advanced in vitro models is not just related to
the reproduction of a three-dimensional multicellular architecture, but also to the maintenance of a
cell culture environment in which parameters, such as temperature, pH, and hydrostatic pressure
are finely controlled. Tunable and reproducible culture conditions are crucial for the study of
environment-sensitive cells, and can also be used for mimicking pathophysiological conditions
related with alterations of temperature, pressure and pH. Here, we present the SUITE (Supervising
Unit for In Vitro Testing) system, a platform able to monitor and adjust local environmental variables
in dynamic cell culture experiments. The physical core of the control system is a mixing chamber,
which can be connected to different bioreactors and acts as a media reservoir equipped with a pH
meter and pressure sensors. The chamber is heated by external resistive elements and the temperature
is controlled using a thermistor. A purpose-built electronic control unit gathers all data from the
sensors and controls the pH and hydrostatic pressure by regulating air and CO2 overpressure and flux.
The system’s modularity and the possibility of imposing different pressure conditions were used to
implement a model of portal hypertension with both endothelial and hepatic cells. The results show
that the SUITE platform is able to control and maintain cell culture parameters at fixed values that
represent either physiological or pathological conditions. Thus, it represents a fundamental tool for
the design of biomimetic in vitro models, with applications in disease modelling or toxicity testing.
Keywords: bioreactors; environmental control; in vitro models; portal hypertension models
1. Introduction
The study of biological organs and tissues in clinical and biomedical research is often based
on the use of isolated cell cultures plated in Petri dishes or multi-wells. Scientists have begun to
appreciate that this representation of living processes is overly simplistic and much attention is now
being paid to the development of so-called “physiologically-relevant” in vitro models. Such models
have the potential to better approximate in vivo responses, offering new advanced systems with
greater translational and predictive value. Key improvements to traditional models are focused on
conferring three-dimensionality and the presence of multiple cell types and mechanical stimuli such as
flow and stress.
Environmental parameters are also essential for the development of more physiologically-relevant
in vitro models, as several studies have demonstrated the crucial role of the microenvironment on cell
growth and function [1,2]. Indeed, as in the body, cells are extremely sensitive to chemical, as well as
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physical, stimuli, like oxygen concentration, pressure, temperature, and pH. However, traditional, as
well as advanced (i.e., in bioreactors, on scaffolds, or in organoids), in vitro models are still maintained
in cell culture incubators, with a physiological temperature of 37 ◦C and a controlled partial pressure
of CO2 (5%). Most commercial incubators have very large volumes compared to the culture media
and the temperature and CO2 gas sensors are placed a large distance away from the cells. Thus, the
temperature and CO2 concentration measured by the instrument is often not that actually perceived
by the cells. Moreover, even the opening/closing of the incubator door can briefly modify the gas and
temperature levels, as well as the pressure in the whole chamber. An additional parameter, which is
often ignored by cell biologists, is the variation in oxygen concentration with media height and the
cell density. In both monolayer cultures and scaffolds the oxygen level at the cell membrane depends
on the distance of the cell from other cells (i.e., the cell density), the distance of the cell from the
gas-medium interface, and its oxygen consumption rate [3].
In the case of highly-sensitive cells, like stem cells or undifferentiated cell-lines, these variations
may compromise experimental results leading to false negatives or positives. In fact, it is well known
that even small and brief changes of the physical and chemical conditions of the cell environment can
activate (or inhibit) signal processing for cell differentiation [4]. For instance, it has been observed that
transient fluctuations in oxygen partial pressure can change gene transcription, thus influencing the
fate of stem cells in culture [5].
The importance of chemical and physical measurements is reported in [6], where the authors
also outlined the difference between on-line, in-line, and at-line measurements. In particular, on-line
data are defined as signals that are available continuously, while sequential data can be defined as
quasi-on-line measurements. Finally, when the sensors are placed inside the bioreactor, we can refer to
in-line measurements, or to at-line measurements when the sensors are not in the culture chamber and
sampling is necessary. This distinction can be important for the correct design of culture parameter
measuring systems, where the measured variables can be physical (pressure, temperature, flow, and
stirrer speed), chemical (pH, pO2, nutrients, metabolites), or biological variables (cell metabolism,
etc.). For each type of measurement, different sensing methods can be used and the best sensor for
a specific application should be sterilizable and should not interfere with the medium. In addition
to monitoring, a further step is the control of environmental conditions depending on the measured
variables. This implies the necessity of actuators able to operate on the culture environment in order to
maintain variables of interest within a desired range.
An example of integration of in-line measurements in bioreactors can be found in Abu-Absi et al. [7],
where Raman spectroscopy was implemented for monitoring culture parameters, such as glutamine,
glutamate, glucose, lactate, ammonium, viable cell density, and total cell density. In particular, large,
500-L bioreactors operated in fed-batch mode were used, and immersion probes were constructed of
stainless steel and connected to a RamanRXN3 (Kaiser Optical Systems Inc., Écully, France). Moreover,
the pH and dissolved oxygen tension (DOT) were maintained around 7.0 and 50% of air saturation.
The pH was controlled using CO2 gas to decrease pH and 3N NaOH to increase pH.
Several studies in the literature are implemented using commercial bioreactors with environmental
controls. For example, the Sixfors multireactor system (Infors AG, Bottmingen, Switzerland) was used
by Trummer et al. [8] to investigate the effect of variation in DOT, pH, and temperature (T) on cell
growth, metabolism, and cell cycle distribution. The authors observed that the reduction of T and
pH exert the most significant effects on process performance mainly by reducing cell growth and
metabolism. A parallel bioreactor system commercialised by DASGIP AG (Jülich, Germany), was used
in [9] for the culture of human pluripotent stem cells. This system is composed of four stem cell culture
vessels, and has several monitoring and control opportunities (i.e., temperature, pH, DOT) [9].
Different studies with custom control systems can also be found for micro-sized bioreactors.
For instance, a microbioreactor platform that allows for independent control of culture parameters in
each well of an array has been reported [10]. To control the physical-chemical mechanisms related to
cell activity in microfluidic devices, dissolved oxygen concentrations were monitored in real-time using
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fluorescence intensity and lifetime imaging of an oxygen sensitive dye by Metha et al. [11]. In particular,
if used at slow flow rates and high cell density, this microfluidic device creates oxygen-limited
physiology (hypoxia conditions) that can be useful in several situations, such as maintaining the
pluripotency of embryonic stem cells without the need of hypoxic chambers. The authors conclude
that the system provides several advantages thanks to the dynamic control of oxygen, achieved by
programming temporal changes in the perfusion rates. However, it is known that microfluidic systems
are not really representative of physiological conditions and that they present several issues related to
edge effects, high shear and nutrient depletion [2]. On the other hand, the use of very large volume
bioreactors can be useful for industrial purposes, but in the case of in vitro studies can lead to an
unnecessary expenditure of materials.
In this paper, we describe a “milli-scaled” platform, SUITE (Supervising Unit for In Vitro Testing),
for cell culture under controlled environmental conditions. The platform can be used to carry
out experiments in well-defined flow, temperature, pressure, and pH, and enables the study of
specific physiological and pathological scenarios in vitro. In previous studies interconnected modular
bioreactors with liver, adipose tissue, and endothelial cells were used to generate an advanced in vitro
model of the metabolic system [12–14]. Following this approach, a feasibility study was conducted to
implement a model of portal hypertension using an environmental control system embedded in SUITE.
Portal hypertension syndrome is characterized by a pathologic increase in portal venous pressure
which leads to an increase in the pressure gradient between the portal vein and the hepatic veins
(i.e., inferior vena cava). The study of this pathology poses a variety of difficulties both in in vitro
and in clinical studies, and the knowledge of portal hypertension pathophysiology is mainly based
on animal models [15]. The few examples of portal hypertension in vitro studies in the literature are
based on rat hepatectomy [16] or are focused on understanding the correlations between endothelial
dysfunction and liver diseases [17]. However, in many instances animal models are not sufficiently
predictive of human pathophysiology [18]. Moreover, as far as in vitro methods are concerned,
traditional incubators cannot be used to provide pressure variations typical of those observed in portal
hypertension. The SUITE platform was hence employed to determine the influence of hydrostatic
pressure generated by the system on the two cell types primarily involved in portal hypertension:
hepatocytes (represented by the human hepatic cell line C3A) and endothelial cells (human umbilical
vein endothelial cells or HUVEC). The study demonstrates the potential of the platform to control and
maintain different pathophysiologic pressure conditions and paves the way towards the establishment
of more complex hypertension models, thanks to the possibility of connecting different bioreactors to
reproduce the interaction between different cell types (e.g., endothelial and hepatic cells).
2. Materials and Methods
2.1. The SUITE System
The SUITE (Supervising Unit for In Vitro Testing) platform is a modular cell culture system for
dynamic cell culture experiments, consisting of all of the sensing, control, and actuation units necessary
for monitoring and adjusting on-line the local environmental variables, such as pH, temperature, and
hydrostatic pressure. In this way, the system can provide the optimal environment for cells outside the
classical incubator and at the same time apply the desired pattern of mechanical and chemical stimuli
to simulate the physiological milieu. The architecture and components of SUITE are described in the
following paragraphs.
2.1.1. Architecture of the SUITE System
As shown in Figure 1a, the SUITE platform is composed of:
• The software which reads, controls, and stores information from the sensors and actuators in
the system;
• A control box linked to a PC, containing all the electronic circuits and electro-valves;
Processes 2017, 5, 16 4 of 15
• A mixing chamber for pH regulation and media reservoir;
• A heating system;
• A peristaltic pump; and
• A series of modular bioreactors which can be combined in series or parallel to recapitulate
physiological crosstalk between organs.
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Figure 1. (a) Block diagram for the SUITE (Supervising Unit for In Vitro Testing) platform connected
with several bioreactor units (represented by hexagons 1, 2, and 3); and (b) the detailed scheme of the
mixing chamber in the heating system (image not to scale).
The control software framework use f system was described in [19]. Briefly, it is
based on a programming fr r called Robotics.NET (Microsoft.NET platform) developed in
F#, with an architecture inspired by the human nervous system. Bioreactors are controlled with a
dedicated library, which reads data from the sensors and co unicates with the system brain, as do
the peripheral organs with the human brain. The user can set and monitor experimental parameters
using a graphical user interface (GUI) developed in C#.
The control box is composed of a custom-made electronic block that acquires signals from sensors
(i.e., pH meter, pressure sensor, and NTC (negative temperature coefficient) thermistor) and drives the
actuators (i.e., electro-valves, power switches) for actively controlling the environmental parameters.
In order to control the pH and the hydrostatic pressure in the mixing chamber, the control box is
provided with electro-valves and pressure regulators which modulate the gas flow in the chamber.
The mixing chamber (Figure 1b) is the key element of the system: it contains the pH meter (Electro
Chemical Devices, Anaheim, CA, USA, mod. 8602, resolution: ±0.05 pH units) and the gas inlet, as
well as flow and pressure sensors (differential air pressure sensor 1337, Phidgets, IncCalgary, AL,
Canada, resolution 1.5%). It is connected in series with one or more modular bioreactors through inlet
and outlet tubes enabling the cell culture media to flow in the w ole circuit.
The mixing chamber and the flow biore l e in the heating system, a Plexiglas box
filled with water and constantly maintaine t ◦ lternatively, single bioreactors can be heated
using small heating modules in aluminum, which surround each bioreactor chambe . T e temperature
of he water and/or the he ting modules are onitored with sev ral NTC thermistors ( esolution:
±0.1 ◦C), c nected to the control unit for PID feedback control of the temperature. The PID algorithm
generates a PWM (pulse width modulation) output signal between 0 and V that drives the gate terminal
of a MOSFET (IRLB3813PbF, HEXFET Power MOSFET, IRF International Rectifier, El Segundo, CA,
USA), in order to modulate the drain current in the resistors.
2.1.2. Control Algorithm
In traditional cell culture experiments performed within incubators, the pH value in a sample of
cell-free culture medium is maintained within a range of 7.2–7.4, through the chemical equilibrium
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between a buffer (usually sodium bicarbonate), and a high ambient CO2 (5%). In the presence of cells,
the pH falls at a rate which depends on cell density and metabolic activity, dictating the frequency
of media changes [20]. The pH is a critical parameter because even the slightest hyperacidity due to
metabolic products of cells can lead to an impairment of cell vitality and irreversible loss of function.
On the other hand, cells cannot tolerate an alkaline pH and cell death is immediate.
In order to maintain the desired pH value in the cell culture, the pressure of air and carbon dioxide
in the mixing chamber is controlled continuously by SUITE. Simultaneously, a pressure regulator is
used to maintain a constant hydrostatic overpressure (between 10 and 50 mmHg) in both the mixing
chamber and the circulating cell culture media.
Basically, the SUITE platform continuously injects pressurized air (21% O2) or carbon dioxide
(99% pure CO2) into the mixing chamber as required. These gases diffuse and dissolve in the fluid
present in the chamber following Henry’s law and react with the sodium bicarbonate buffer. When
CO2 is injected the pH decreases and, vice versa, when air enters the chamber the pH increases.
A mathematical or computational model of pH regulation is extremely complex to achieve. In fact, to
predict the pH value as a function of CO2 and air inserted, four different transport processes should be
considered: (i) the convective and diffusive transport of gases in the top part of the mixing chamber,
with no medium; (ii) the passage of gas molecules through the air-liquid interface, following Henry’s
law; (iii) the diffusion of gases in the cell culture media; and (iv) the reaction of gases with the buffer.
To simplify pH regulation in the system, the SUITE control strategy follows a specific real-time
algorithm (Figure 2): the system continuously injects air in the mixing chamber until the pH is above
a user-defined threshold (i.e., pH* = 7.4). Then it alternately inserts CO2 and air for a time (CO2
injection time and air injection time, respectively) calculated in real-time by a proportional control
algorithm. When the measured pH is again under the same pre-defined threshold pH*, the system
again injects pressurized air, and the cycle restarts. In detail, every second the SUITE platform
performs a computational step to evaluate if the pH is above or below the user-defined value. A simple
proportional regulator adjusts the amount of gases required for correcting the pH value, on the basis of
the actual pH measured in the cell culture media. Then, considering the pressure and the temperature
of the media in the cell culture media, the algorithm estimates the time of gas injection required for
adding the pre-calculated moles of gases in the mixing chamber. Proportional parameters of the control
algorithm were tuned in order to maximize the time response of the system while minimizing its
overshoot. A large number of tests were performed to verify the algorithm’s robustness with respect
to proportional parameters (Kp) chosen within an identified range (Air Kp from 0.8 to 2, CO2 Kp from
4.5 to 1.5). According to the tests, the optimum value of Kp decreases with the selected hydrostatic
pressure in the fluidic circuit (i.e., p = 20 mmHg: CO2 Kp = 4, air Kp = 2; p = 50 mmHg: CO2 Kp = 1,5,
air Kp = 1). These are the default values in SUITE, although the proportional parameters can also be
defined by the user through the dedicated software interface.
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The pH control algorithm was tested for up to 72 h under cell culture conditions: the SUITE
system was connected to a bioreactor and the dynamic circuit filled with 10 mL of cell culture media.
A fluid flow of 200 µL/min was applied using a commercial peristaltic pump (ISMATEC, IPC N4,
Wertheim, Germany). The fluidic circuit was placed in the heating box and maintained at 37 ◦C.
Different hydrostatic pressures (from 15 to 50 mmHg) were evaluated and data were recorded in order
to analyze the capability of the system to automatically maintain the target pH (set to 7.4) by modifying
the injection times of gases.
2.2. The LiveBox1 Bioreactor
In this study we connected the SUITE platform to the LiveBox1 (LB1, IVTech S.r.l., Massarosa,
Italy) bioreactor. LB1 is a single flow transparent bioreactor with an internal hydrodynamic design
which ensures a low wall shear stress for high fluid turnover rates. The bioreactor is an upgrade
of the MCmB (multi-compartmental modular bioreactor), which has been successfully used with
hepatocytes [21,22]. The geometry of LB1 differs slightly from the MCmB, to increase the optical
transparency of the system and enable optical imaging during the experiment. In particular, the LB1
consists of a cell culture chamber with inner dimensions similar to the single well of the 24-well plate
(Ø 15 mm × 14 mm). It has one inlet and one outlet tube, with dimensions of Ø 1 mm and Ø 2
mm, respectively, placed at the top of the chamber, at a distance of 10 mm with respect to the base
of the bioreactor, where cells are placed (Figure 3a). It is made in PDMS (poly-dimethyl-siloxane),
with two removable glass coverslips (Ø 20 mm) at the bottom and top surface of the chamber. After
the experiment, the LB1 can be disassembled and the glass coverslip supporting the cell monolayer
or the 3D construct can be easily removed from its bottom part and used for further investigations
and analysis.
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volume force  field such as gravity  (N∙m−3). Equation  (1) represents  the momentum balance, while 
Equation (2) is the continuity equation for incompressible fluids. The shear stress on the surface of a 
Figure 3. The LB1 bioreactor: (a) the transparent chamber and clamps; and (b) the inlet and outlet
channel and culture region.
To establish the opti al fluidic conditions i the LB1 and ensure laminar flow and a low shear
stress on the cells, parametric models with different inlet flow rates were implem nted. In p rticular,
CFD models were used to evaluate flow parameters, such as flow velocity, shear stress, and stream
lines in the cell culture chambers, focusing on the bottom surface of the bioreactor where cells are
cultured (Figure 3b).
The CFD model was implemented in COMSOL Multiphysics (version 3.5a COMSOL AB, Stockholm,
Sweden, 2009), using steady-state Navier-Stokes equations for incompressible Newtonian fluids to
solve the velocity field (u) resulting from convection:
−∇2u + ρ (u ·∇)u +∇p = F (1)
∇· u = 0 (2)
where ρ denotes density (kg·m−3), η dynamic viscosity (kg·m−1·s−1 = Pa·s), p pressure (Pa) and F a
volume force field such as gravity (N·m−3). Equation (1) represents the momentum balance, while
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Equation (2) is the continuity equation for incompressible fluids. The shear stress on the surface
of a non-porous tissue construct depends linearly on the density and the viscosity of the culture
medium used. In our model, the culture medium was considered an essentially aqueous media
at body temperature characterized by the following constants: T = 310.15 K, ρ = 993 kg/m3, and
η = 0.7 × 10−3 Pa·s [2,22].
As boundary conditions, the inflow velocity vin was set to 2.12 × 10−3, 4.24 × 10−3, 6.36 × 10−3,
and 10.6 × 10−3 m/s (corresponding to 100, 200, 300, and 500 µL/min, respectively), on the basis of
previous experiments with similar bioreactors. The model was solved using the UMFPACK direct
solver, and the computational grid (or mesh) was generated using the COMSOL predefined “fine”
mesh size for meshing the 3D geometries.
Hydrodynamic Pressure in the LiveBox1
To characterize the hydrodynamic environment in the bioreactor chamber, a pressure sensor
was used to evaluate the hydrodynamic pressure in the fully-assembled fluidic circuit (1 LB1, tubing,
and a pump). The same flow rate used in all the cell culture experiments (200 µL/min) was applied.
The Vegabar 14 sensor (VEGA Grieshaber KG, Schiltach, Germany, dynamic range: −10 to 10 kPa,
resolution: 0.02 kPa) was connected to the inlet and the outlet of the fluidic chamber thought
three-way valves, and the pressure signal automatically acquired for 3 min and stored using an
appropriate graphical user interface developed in F#, as reported in [23]. To confirm that the hydrostatic
overpressure generated by SUITE in the mixing chamber affects the whole fluidic circuit, the same
measurements were performed in a LB1 bioreactor connected to the SUITE platform and to the fluidic
circuit. Several hydrostatic overpressures were tested, comparing the overpressures in the mixing
chamber with the values measured close to the bioreactor chamber.
2.3. In Vitro Model of Portal Hypertension
The use of SUITE for developing more physiologically relevant in vitro models of portal
hypertension was investigated by performing two independent cell culture experiments involving
endothelial cells and hepatocytes, respectively. Our aim was to determine whether endothelial and
liver cell function are affected by hydrostatic pressures generated in the SUITE system. Thus, HUVEC
and C3A were cultured in the LB1 and were subjected to different levels of hydrostatic pressure in
combination with fluid flow.
2.3.1. Cell Culture
All cell culture reagents were purchased from Sigma-Aldrich, unless otherwise specified.
HUVEC (human umbilical vein endothelial cells) were extracted as previously described [24].
Two donated umbilical cords were sufficient for all the experiments. The medium for culturing
HUVEC was EMEM (Eagle’s minimal essential medium) supplemented with 10% FBS, 1%
penicillin/streptomycin/amphotericin B, 2 mM L-Glutamine, 1% non-essential amino acids 100X,
1% MEM vitamins solution, 10 µg/mL of endothelial cell growth supplement (ECGS), 10 ng/mL
human epidermal growth factor (hEGF), 3 ng/mL basic fibroblast growth factor (bFGF), 1 µg/mL
hydrocortisone, and 10 µg/mL heparin sodium salt. Endothelial cells were routinely trypsinized and
used between passage 3 and 8. HUVEC were seeded 24 h before the experiment, in a well, or in a
plastic coverslip (Ø 12 mm, NUNC, Roskilde, Denmark) coated with 1% gelatin from porcine skin at a
density of 2.104 cells/cm2.
The C3A hepatic cell line was cultured in monolayers. In all experiments the culture media was
EMEM with 1 g/L glucose supplemented with 1% non-essential amino acids, 1% EMEM vitamins,
2 mM L-glutamine, 100 U/mL penicillin, and 100 g/mL streptomycin. Cells were seeded on the glass
coverslips (3 × 105 cells/cm2), pre-coated with a thin layer of collagen IV type 0.3 mg/mL, and left in
a 24-wells plate in a humidified incubator at 37 ◦C, 5% CO2 with 500 µL of culture media.
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At least 24 h after seeding, coverslips were moved to the LB1 and connected to the fluidic circuit
and the SUITE platform. A constant flow rate of 200 µL/min was applied as described in Section 2.1.2.
Two different controls were implemented: (a) static controls composed of a seeded coverslip into a Ø
10 cm Petri dish, and (b) dynamic controls with LB1, at the same flow rate, but not connected to the
SUITE system. Both the controls were filled with 10 mL of culture media and placed in a classical cell
culture incubator (37 ◦C, 5% CO2).
In the SUITE system, the pH target was set at the physiological value of pH 7.4, and three different
hydrostatic overpressures were applied to each cell type: 30, 40, and 50 mmHg to HUVEC and 20, 30,
and 40 mmHg to C3A. All the data from the cellular environment sensors were recorded, analyzed
and correlated with assays for cell viability.
2.3.2. Cell Assay and Staining
For evaluating HUVEC responses, 4 h long experiments were performed, as these cells respond
very quickly to physical stimuli, like shear stress or pressure [25,26]. On the other hand, for evaluating
the chronic effect of hyperpressure on hepatocytes, we conducted 24 h long experiments.
At the end of each experiment, cell viability was evaluated using a CellTiter Cell Viability Assay
(Promega, Madison, WI, USA). Media flow was stopped, the bioreactors were disassembled, and
coverslips were all moved to a 24-well plate. Each well containing cell-seeded coverslips was filled with
400 µL of fresh medium and 40 µL of reagent, and the plate was placed in the incubator. Measurements
of fluorescent emission at 590 nm were performed with a fluorescent plate reader (Fluostar Optima,
BMG Labtech, Ortenberg, Germany) after 30 min and after 2 12 h, and the viability was expressed as a
percentage with respect to the static control.
The morphology of C3A was also observed before and after experiments using an optical
microscope (Olympus, AX70, Olympus Italia, Milan, Italy) with 10× and 20× objectives. Moreover,
HUVEC expression of the von Willebrand factor (vWF) was also examined. Cells were fixed in
isopropanol 70% over night. Then, cells were rinsed and stained with the first antibody suspended in
2% BSA solution (monoclonal mouse anti-human von Willebrand factor, Dako, Glostrup, Denmark) for
1 h, and after three washing steps the second antibody was added (AlexaFluor, Invitrogen, Paisley, UK)
to the cells. DAPI (4′,6-diamidino-2-phenylindole) staining was used to image the nuclei. Images were
acquired using an optical microscope (AX70, Olympus Italia, Milan, Italiy) with 20× and 40× objectives
and quantified using image processing software (ImageJ, National Institutes of Health, Bethesda, MA,
USA). All images were taken at the same luminous intensity to ensure a constant background.
2.3.3. Data Analysis
All results were calculated from at least three different experiments and expressed as means± standard
deviation of the mean. Data were analyzed by the Student’s t-test. Statistical significance was set at
p < 0.05 (indicated with *).
Image analysis was performed from three coverslips per experimental setting and averaged using
at least nine regions of interest (ROIs) per well. Data are expressed as a percentage of the fluorescent
area with respect to the total cell area, using the same threshold, again setting significance at p < 0.05.
3. Results
3.1. Fluid-Dynamics in the LB1
3.1.1. CFD Models
As reported in Figure 4, the fluid dynamic analysis shows that flow laminarity is maintained for
inlet flow rates up to 200 µL/min, with uniform streamlines mostly parallel to the bottom surface,
whereas it is compromised at higher flows. The shear stress on the bottom surface of the LB1 increases
along the axis of flow, reaching its maximum value near the center of the culture chamber, then
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decreases again near the outlet region. As expected, shear stress increases with the inlet flow rate,
maintaining acceptable values for hepatocytes even at the highest flow. On the basis of these results,
the highest media flow rate (necessary for an adequate oxygen and nutrient supply) which also
guarantees laminar flow is an inlet volumetric flux of 200 µL/min. This value was used for all cell
experiments and for characterizing the system.
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Figure 4. Results from the CFD models. Velocity streamlines (red) show how laminarity is compromised
at higher flow rates. The surface plots at the bottom of the bioreactor show the fluid-induced shear
stress (Pa) with the scale bar indicating the maximum (top) and minimum values (bottom).
3.1.2. Hydrostatic and Hydrodynamic Pressure
Pressure measure ents carrie ut in th LB1 with a constant flow rate of 200 µL/min, showed
that the bi reactor chamber has a hydrostatic pressure of abo t 4.5 mmHg (4.59 ± 0.19 mmHg), which
is close to the reported physiological intra-hepatic pressures in human liver [27]. This characterization
pointed out that the hydrodynamic environment in the LB1 is suitable for mimicking the pressure
conditions of the human liver in vitro. The same test was repeated in the bioreactor connected with
the SUITE system. The results demonstrated that the pressure applied by the pump is accounted for
by the SUITE control system. In fact, the actual pressure measured at both the inlet and outlet of the
bioreactor correspo ds to the desired pressure stimulus imposed by the software.
3.2. Validation of Control Algorithm
The ability of the new cont ol strategy to adjust and maintain physiological values of pH in
different conditions was tested. At first, several pressures were applied in SUITE using the same initial
proportional parameters for the control algorithm.
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Our tests confirmed the capability of the system to maintain the target parameters for extended
periods—of up to 72 h. As shown in Figure 5a, fresh medium in air cannot maintain physiological pH
values. In SUITE the medium quickly reached the steady state, reducing the pH from the basic initial
value to the target in around 20 s. Both the pH (7.28 ± 0.06) and the hydrostatic pressure (20 ± 1.5;
30 ± 2; 50 ± 1.75 mmHg) are held around the target values (pH = 7.4; pressure = 20, 30, and 50 mmHg)
during all of the experiments performed. However, small pH fluctuations of around ± 0.1 pH units
are recorded in all of the tests in dynamic conditions, due to the alternate infusions of air and CO2
necessary to maintain overpressure and pH as well as the fluid movement in the mixing chamber
where the pH meter is placed. Furthermore, we observed that that the average pH was slightly lower
than the target of pH 7.4. This is because CO2 is more soluble in media than other gases in air, so the
pH tended more towards the acidic (<7.4) than basic (>7.4) values. The target pH was not increased
above 7.4 since cells are more susceptible to damage from alkaline conditions than acidic ones.
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Figure 5. (a) Behavior of pH control at different hydrostatic pressures (20 mmHg, 40 mmHg). The pH 
is constantly maintained close to the set‐point (pH 7.4) in SUITE, but the medium exposed to air at 
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Figure 5. (a) Behavior of pH control at different hydrostatic pressures (20 mmHg, 40 mmHg). The pH
is constantly maintained close to the set-point (pH 7.4) in SUITE, but the medium exposed to air at
the same temperature (without SUITE) remains alkaline (i.e., pH around 8.26); (b) Reaction to pH
changes: a small quantity of NaOH was inserted in the media at t = 100 s, and SUITE quickly reacts
and moves the pH back to the set-point; (c) Control output variables (CO2 and air injection times)
measured during the base injection test in Figure 5b.
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As shown in Table 1, the SUITE control algorithm automatically adjusts the injection time of the
gases on the basis of the hydrostatic pressure applied in the dynamic bioreactor circuit. As expected
from the gas law and Henry’s law, the data pointed out an inverse relation between pressures and
injection times of both gases. In fact, as the hydrostatic pressure increases, the gas concentration
increases and, hence, solubility in media also increases. Notably, we did not observe any media
evaporation in the mixing chamber in all the conditions tested.
Table 1. Average injection times at different hydrostatic pressures, when the SUITE control algorithm
reaches the steady-state.
Pressure (mmHg) Air Inject Time (s) CO2 Inject Time (s)
15 1.94 ± 0.22% 4.06 ± 0.18%
20 1.54 ± 0.23% 3.15 ± 0.28%
25 1.46 ± 0.21% 2.88 ± 0.24%
30 1.10 ± 0.09% 2.11 ± 0.47%
40 0.78 ± 0.06% 2.03 ± 0.23%
50 0.83 ± 0.18% 1.57 ± 0.16%
The control system was finally tested with pH perturbations due to external stimuli (i.e., adding
0.1 mL of basic solution pH 10 to the circuit through the mixing chamber). As observed in Figure 5b,c,
the system reacts to the altered pH increasing both the injection time of CO2 and air (Figure 5c), and
the pH is brought back close to the target value in about 50 s (Figure 5b). When the pH was again
below the set threshold, the injection times returned to the initial values. These tests pointed out the
high stability and flexibility of the system in different conditions, obtaining results comparable with
other reports which employ more complex control strategies [28,29].
3.3. Cell Assays
HUVEC stained with DAPI and anti-vWF are reported in Figure 6a–c. Figure 6d shows that the cells
were viable at all pressures with no significant differences (p > 0.05) between the different conditions.
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Figure 6. (a–c) Fluorescence micrographs of endothelial cells stained with DAPI (blue) and vWF (red).
(d) Viability of HUVEC cells after 4 h in the SUITE system at different hydrostatic pressures, compared
with dynamic controls placed in the traditional incubator (in LB1). Data are expressed as a percentages
with respect to static controls.
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Table 2 shows that vWF is significantly (p < 0.05) upregulated in all the dynamic conditions
with respect to the static control, confirming the role of fluid-induced forces in activating vWF
expression [25]. Moreover, vWF fluorescence increases with increasing hydrostatic pressure.
As endothelial cells can support high pressures in vivo, the observed increase may be physiological
and merits further investigation.
Table 2. Quantitative analysis of the expression of vWF in HUVEC (percentage of red fluorescent area
with respect to the total area cell covered area of images) for static and dynamic (LB1) controls and in
SUITE at different overpressures.
Static Ctrl (0 mmHg) LB1 (4 mm Hg) SUITE 30 mmHg SUITE 40 mmHg SUITE 50 mmHg
18.14 ± 2.86% 28.44 ± 5.02% 29.11 ± 5.98% 37.28 ± 4.67% 41.84 ± 6.01%
Figure 7a–c show bright field images of C3A cells under different conditions (the dynamic
control in which the pressure is 4 mmHg and from experiments in SUITE at different pressures).
High cell viability is maintained in SUITE up to 20 mmHg of hydrostatic pressure (Figure 7d), which is
considered the threshold for portal vein hypertension [27]. Pressures higher than 20 mmHg, which
typically lead to hepatocyte damage in vivo, reduce hepatocyte viability by 50%. These results were
confirmed by a morphological analysis of the images which indicated an increase of cell size with
higher pressures, and signs of cell damage starting from 30 mmHg.
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Figure 7. (a–c) Images of C3A (20× magnification, bright field) collected after 24 h of cell culture in the 
LB1 with different hydrostatic pressures: (a) dynamic control = 4.5 mmHg in the incubator; (b) SUITE 
at  20 mmHg  (the  threshold  for  portal  hypertension);  (c)  SUITE  at  40 mmHg  (cell  damage,  50% 
viability); and  (d)  the viability of C3A cells after 24 h  in  the SUITE  system, with  respect  to  static 
Figure 7. (a–c) I ages of C3 (20 magnification, bright field) collected after 24 h of cell culture in the
LB1 ith different hydrostatic pressures: (a) dyna ic control = 4.5 g in the incubator; (b) SUITE
at 20 mmHg (the threshold for portal hypertension); (c) SUITE at 40 mmHg (cell damage, 50% viability);
and (d) the viability of C3A cells after 24 h in the SUITE system, with respect to static controls placed
in the traditional incubator. * p < 0.05 comparing 20 mmHg and 30 mmHg; ** p < 0.01 comparing
30 mmHg and 40 mmHg.
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4. Discussion
The SUITE platform is a free-standing cell culture system able to measure and regulate “on-line”
cell culture parameters, such as temperature, pH, and pressure in a fluidic cell culture system without
the support of an incubator. The system consists of a pump, modular bioreactors, and a mixing chamber,
along with sensing, actuation, and control components. Measurements are performed directly in the
mixing chamber connected to the bioreactors, without the need for sampling. Therefore they can
be referred to as “in-line”. An ensemble of actuators, such as electro-valves, pressure regulators,
and heating elements allow precise control of cell culture parameters. Moreover, the use of the LB1
bioreactor as a module in SUITE presents several advantages: (i) pressure and shear stress values close
to the physiologic ones in the liver; and (ii) the possibility of optical real-time monitoring.
SUITE is also able to reproduce in vitro conditions related to complex pathologies which are
related with an alteration of physico-chemical parameters. Our results show that thanks to a real-time
algorithm which adjusts gases injection time considering the actual pressure and temperature, it is
possible to maintain pre-determined values of pressure and pH. In particular, the system was able to
regulate the pH at around 7.27± 0.06, both at different hydrostatic pressures and in the case of external
perturbations (i.e., with solutions at different pH). The response time of the system is about 50 s.
This type of regulation is not available in traditional incubators, where the constant imposed partial
pressure of CO2 combined with cellular metabolic activity leads to a progressively acidic medium over
time [20].
Portal hypertension, like other diseases characterized by high vascular pressure, are rarely
modelled in vitro because of the technical difficulties associated with the generation of a constant
overpressure and fixed pH concomitantly. For this reason, human hypertension is modelled in animals,
where high blood pressure in different regions is induced, either through the use of drugs or by ligation.
To test the feasibility of SUITE as a platform for the design of in vitro experiments of hypertension,
a portal hypertension model was implemented with endothelial and hepatic cells (i.e., HUVEC and
C3A). HUVECs, as they are endothelial cells, strongly support pressure values up to 50 mmHg, but
with a marked increase in vWF expression; while hepatic C3A cell viability begins to decrease at
20 mmHg and their function is severely affected at 40 mmHg. While several biological aspects still
need to be addressed to validate the model the technology, nevertheless, paves the way for further
investigations into non-animal models of human pathologies associated with high pressures such as
stenosis, glaucoma, and intracranial hypertension.
The study presented in this paper demonstrates the importance of cell culture parameter control
both for in vitro modelling of complex diseases and for maintaining optimal culture conditions.
In particular, this last aspect is fundamental both for the reliability of cell experiments and for the
culture of sensitive cells, such as stem cells.
In conclusion, “physiologically relevant” in vitro models are not just about recreating a 3D
dynamic environment, but also require the control of environmental parameters to ensure that the
in vivo physico-chemical milieu is also recapitulated. Since traditional incubators cannot accurately
control these parameters, the SUITE platform represents a valid option for experiments that require
fine regulation of pressure, temperature, and pH, and can provide a cell culture environment capable
of recreating pathophysiological conditions for the study of disease models.
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Abbreviations
The following abbreviations are used in this manuscript:
SUITE Supervising Unit for In Vitro TEsting
LB1 LiveBox 1 Bioreactor
HUVEC Human Umbilical Vein Endothelial Cells
C3A human hepatocellular carcinoma cells
vWF von Willebrand Factor
EMEM Eagles Minimal Essential Medium
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